[Evaluation of stapes mobility based on dynamometric measurements].
The threshold force inducing the stapedial movements was investigated in laboratory and clinic. The measurement was performed by use of the own made dynamometer. The threshold force was between 0.058-0.059 G. The application of this tool during the stapedial surgery may be practical and useful.